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Sub: Quotation for Purchase of X-Ray Machine with Accessories for GIB Campa
Project- regarding.
Sir,
The Wiidlife Institute of India, Dehradun wishes to procure the X-Ray Machine with
Accessories for GIB (CAMPA) Project The details of the equipment. quantity. specifications
and ‘erms & conditions are given below.

L Qesefigfion T &e
1. | Portable X-Ray o1
(One)
* Typeof Generator 7Puise il wave ractified
*  mA{max) 100mA
* KV Range 40 to 100
¢ Exposure Time: 05 to 12 see
| *  Caolimator, One Manus!
*  Timer: Electronic (Micro Gantroiler Baged)
= Display Digtal (mA, mas & Kvp)
*  Inputsuppiy 230V, 58 Hz
*  Xray Tube: Statiorary Anode
*  Tube stand Mabiie
' *  Protection Tube overioad & High Voitage
| *  3#nice centers / servicing available-near Jaisalmer and other parts of Hajagthan
= Warranty pariod of atleast twp years
| | *  Xray machine should be compatible with the CR system
T e i i - T
2 | Lead Apron with Thyoid collar (Towo)

*  0.25mm or more iead equivalent for Apron
.. _ﬂ-_ﬁﬂ.mnlﬂa'?_ﬁgﬂ'?a_ﬁ”“}flﬂf thyroid collar
' 1. Technical Requirements -

| CR sysiem configuration shall include:

a} imaging Plates (IP)

| b) Image reader system

¢} CR Waorksiation

d) RIS interface

&) Remote 1D and Proview ststions
f} Accessories ang Consumables

I gl Veterinary software for A-Ray & CR system



{ 2CR Compatible imaging piates following sizes & quantity are required ISR
| |8} 17" X 14 2 Nos,

| | 3, Image reader shal meaet the Funchional requirements;

8} Various image-pmmssmg prolocals avalable for the respective regions of the body,
b} IP processing rate shoyld be about 70 platesiioyr. | ||
| | &l Mechanism far 8Coepling exposed imaging plates Wwithout patient cemographics. for |

Casualtyl Trauma workflow requirement. | |

stanned at the X-ray room |
gl Protocol for verifying the connectivity status of configured image destinations.
i} Spatial resolution of the digital image shall be at least 300 pixsls per inch for high rasalution.

4. Identification and Preview System Functional requirements: | |
a} Capability of interfacing to HL7 | Non- HL7 / Dicom Work fist or user defined | |
| Windows/DOS/Linus based Interface protacols o HIS/RIS : |
| b) Please specify whether yoy have testad Interfacing with Hi-7 DICOM Bridge |
¢) DICOM SOP classes supporied shoyld nelude Basic Grayscale, Basic color print, | |
Presentation LUT SOP Class & Verification S0P Class
| ) Indication of Over Exposure on the preview module |
| fl Mechanism for User reiease from Preview femiinal in case of Autorouting Images to Pre |
| | defined DICOM Destintions |
| | g} Customizapie Graphic User inferfage (GUI) for Preview tamina|
| | h} Solution for storing  patient demographic data for multiple exams in RiSinon RIS |
| environment |
| i) 1t should be possible to Put & custom configurable data figld in the demographic information | |
| of the patient linked with the image

5. Software System should Include the foliowing applications: |
Piease list all the optipngl software(s} which are available with ¥ou for enhancing the workfigw | |
and service in the Digital Radiology environment for the: following:
a) Advanced Pr-m;essing Software
| bl Application Software
¢} Connecting Softwara
d) Visual Outout Seftware
&) Quallty Monitoring Software | |
| The system should Include the following: SW appiications s standard: Ful Leg/Full Spine |
i image processing, |
f) Quality Control Software. |
g} Software, which enables o see in the preview lerminal the deviation front narmal expostre | |
and with the details of the deviation on the CR warkstation:
h) Software masking of the caliimation areas.
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I} Special attention should be piaced o pediatric applications.
| J) Software for staring Images on any DICO 3 (ar newer versions) compliant staions
| k) Software for printing o any DICOM printer. CR Workstation. | |
| 6 Syslem configuration requirements:
| a) Accept images form R Reader without any loss of data, | |
b) Capable of Archiving & Printing sefectad Image 1o a standard DICOM destination in | |
| DICOM 3.0 Format, | |
0} Storing images in the local disk for pre-defined pering, | |
| @) Mechanism for accepting New Images when local disk is ful |
&} Should include 21" antiglare TFT/LCD eotour moritar
fi CDIDVD Burner. | |
| 9) 80 GB or more on board storage. | |

L 7. Warranty: At Least Two Years R
‘erms & Conditions: = =5 R L J
~erms & Conditions:

1

The specifications of the quoted Bguipment should be strictly as per technical specifications
mentioned above

2. The equipment being quoted should be of Original Equipment Manufacturer (OEM) of reputed

company and no non-standard equipment will be accepted by the Institute. The bidder should
be an Authorized Distributors of OEM or their authorized dealer in Indiz. An autharization
certificate/letter from the OEM or Authorized Distributor to this effect should be attached with the
offer; failing which their offer will not be considerad by the Institute.

3. The supplier should indicate brand/make and fyll details of the equipment and submit compiete

technical specifications, without leaving any scape for ambiguity and must also attach technical
information literature, leaflets calalogues, brochures etc The supplier must ensure that the
Quotation submitted is in accordance with the requifementsfspecfﬁcatinns of Wil

4. Offer should be valid for a periad of one month from the date of submission of Quotations.

5. Warranty: You are Fequired to give a warranty for a period of Two years from the date of

salistactory supply of the equipment If during warranty period, the equipment supplhed fails to
give satisfactory performance and found defective, you will rectify the defect within a reasonable
time; failing which the equipment should be repiaced with new one(s) without any extra cost

6. Prices. You should quote your rates on a fixed price on FOR, Wildlife Institute of Ingia.

Chandrabani, Dehradun basis Agency would be reguired for its delivery to the Instiute. The
laxes/GST, if any should be clearly mentioned. The prices should be guoted anly in Indian
Rupess:

7. The Insitdution is registered with the Department of Scientific & Industrial Research, New Delh;

Under Central Tax (Rate) / Integrated Tax (Rate) Exemption Certificate in terms of Notification
No. 45/2017-Central Tax (Rate)/ No. 47/2017 — Integrated Tax (Rate), Dated 14 11 2017 issued
by Ministry of Finance, Department of Revenue of Government of India, the GST s leviable on



the goods thereon at concessional rate. calculated at the rate of 5% Also, it is certified that the
exemption from Central Tax (rate) / integrated Tax (Rate) claimed under this: Notification is

required for research anly and the goods shall be used for such purpose only by the institution
and the institution is not engaged in any Commercial activity

8 You may submit your rates/offer for the eguipment in the following format only. You may use

Separate sheets, if required

|r-§—|r 'Equipment _i'_Etrﬁﬂf_l'ﬁéEe_r Mode| I_U_rﬁt_| GST@E,T_fﬁE_."R_emarksJ

| No. | Description i | No. | Price | Amount if any.
and {In Rs ) | | | |

. Specifications | | |

l

NBtE: Batee B e ekl e L (e U
Note' Rates should he Queted only in accordance with the abaﬁmenﬁnned table; failing
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which their offer is liable for rejection.
8. The bidder is required to clearly mention that they agree to all the lerms and conditions of this

10.

11

12

13

4.

18;

18,

Quotation and it should be given on their printed letterhead indlc:ating Sales Tax Registration
FAX, Email Telephone numbers, etc.

Offers of those firms will only be considered by the Institute. whose bids are meeting all the
technical sp&ciﬁcatjans!parameters given for the above required equipment. |f any of the given
specifications/parameters doas net meet the reguired specifications as mentioned above, their
offer will not be considerad and shall be summarily rejected by the Institute

Comparison of Rates: Comparison of Rates shall be made after adding the taxes etc and
given in above Table.

Payment. 97% payment shall be released on bill basis after entire supply and inspection
acceptance and installation of the equipment in good condition Balance 3% payment shall be
released after completion of warranty/guarantee period OR the said balance 3% payment shall
be released against Bank Guarantee/FDR pledged in favour of Director Wildlife Institute of India,
Dehra Dun The same shall be released alter successhul completion of the warranty period

Delivery: Agency would be require to supply the equipment within a period of fayur weeks from
the date of issue of supply order, if placed with your firm.

Penalty. Penalty @ 0.5% per week will be charged for late. Supply subject to a maximum of 5%
an the amount of £quipment which have been supplied late

The above guantity of the eauipment are approximate, the same may be reduced or increased at
the time of issuing supply order(s), depending upon the reguirement of the Institute

The Institute reserves the right to accept or reject any of the guotation straightway without
assigning any reasons.



14, Penalty, Penalty @ 0.5% per weex will be charged for late slp
3% on the amaount of equiprnent which have begn Supplied late

19,

18.

17

The abgve quanti

v of the Equipment are dpproximate, the

increased at the time of ;B8UINg supply order(s), depending u

Instituta

The Institute resernves the fight

assigning any reasons

Scribing Quotations for "X-Ray Machine with accessories

Purchass Cfficer. Wildiife nstitute of india, Chandrabam. Dehradun-
248001, Uttarakhand on or before I 5 jﬂ:} Led] upto 1700 hrs The Institute will

not accept Quotations received late

should reach the

Ply subject tn a maximum of

same may he reduced or
Pon the requirement of the

for GIB Campa Project”

Yours faithfully,

W
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(Rajiv Mehta)
Purchase Officer




